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1. STRIP EACH WIRE .25 AND TIN.
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\—TRIM UNUSED BROWN/BLACK PAIR AT JACKET /

SHLD SHLD (YELLOW. HT SHRNK)
10— BLACK -SIG4
9 WHITE ~ XPaR X +SIG4
5 BLACK ~SIG3
S BluE  XPerrX +SIG3
\ BLACK -sIG2
c GREEN _ XPAIR X +SIGP
" BLACK —sIG1
5 YELLOw  XPerX +S1G1
5 BLACK —EXC
1 RED  XPaRX +EXC
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—EXCH SHLD 1 CELLA4
11 | 15 | 6610-5182 | TERMINAL, FEMALE
4 | 14 | 6610-5181 | CONNECTOR, 5 PIN FEMALE
083 | 13 | 6980-0114 HEAT SHRINK
1 | 12 | e650-0078 LABEL
028 | 11 | 6980-0149 | WRE MARKER 9
028 | 10 | 6980-0148 | WRE MARKER 8
028 | 9 §980-0147 | WIRE MARKER 7
028 | 8 6980-0146 | WRE MARKER 6
028 | 7 6980-0145 | WIRE MARKER 5
028 | 6 6980-0144 | WRE MARKER 4
028 | 5 | 6980-0143 | WRE MARKER 3
028 | 4 | 6980-0142 | WRE MARKER 2
056 | 3 69800141 WRE MARKER 1
028 | 2 §980-0140 | WRE MARKER 0
100 | 1 69800326 CABLE 6 PAR, 24 GA SHIELDED
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